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Abstract-  Magnetic  resonance  tagging  is  usually  achieved  by 
means  of  a  train  of  non-selective  radio-frequency  pulses 
separated  by  gradient  pulses.  Thus,  the  modulation  of  the  Mz 
magnetization  component  expands  all  over  the  imaging  plane.  It 
has  been  proposed  that  the  use  of  selective  excitation  pulses  may 
limit  the  modulation  only  to  regions  of  interest,  thus  preserving 
anatomical  data  in  the  rest  of  the  image.  In  this  paper,  we  intend 
to  expand  the  tagging  k-space  concept  in  order  to  account  for 
pulse  selectivity,  and  offer  a  prediction  and  design  tool  for 
localized  MR  tagging  sequences. 
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I.  Introduction 

Magnetic  resonance  tagging  is  based  on  embedding,  by 
means  of  an  appropriate  pulse  sequence,  a  grid  of 
magnetically  saturated  planes  perpendicular  to  the  imaged 
one.  During  imaging,  these  planes  form  a  varying  brightness 
grid,  and  their  deformation  over  time  may  be  used  to  assess 
tissue  motion  [1], 

The  grid  is  produced  by  means  of  a  specially  designed 
sequence,  that  consists  of  alternating  radio-frequency  and 
gradient  pulses.  In  its  simplest  form,  as  in  the  SPAMM  1-1 
sequence  [2],  tagging  is  achieved  by  two  non-selective  rf 
pulses  separated  by  a  gradient  pulse.  Plane  selection  is  made 
by  phase-encoding  the  transverse  magnetization  component 
produced  after  the  first  rf  pulse,  that  differentiates  the 
populations’  response  to  the  second  rf  pulse  corresponding  to 
their  position  with  regard  to  the  encoding  gradient.  Thus, 
whilst  for  certain  populations  the  two  rotations  add,  for  others 
they  subtract  and  in  overall  they  form  a  sinusoidal 
distribution  that  covers  the  whole  imaging  plane. 

More  sophisticated  versions  of  the  SPAMM  sequence  [3] 
consist  of  a  longer  train  of  alternating  rf  and  gradient  pulses, 
aimed  at  producing  a  sharper  tagging  pattern.  However,  the 
pattern  is  still  uniform  and  due  to  the  discreteness  introduced 
by  the  well  separated  non-selective  pulses,  it  keeps  repeating 
all  over  the  imaged  plane. 

Non-uniform  tagging  patterns  have  gained  interest  lately, 
since  they  are  better  suited  to  non-uniform  anatomies. 
Sequences  proposed  [4,5]  are  based  on  selective  excitation 
concepts  [6],  while  consisting  themselves  of  non-selective  rf 
pulses  alternating  with  gradient  pulses.  These  sequences  offer 
a  sharp  tagging  grid  that  can  be  adjusted  to  the  anatomy 
studied  by  means  of  variable  grid  separation.  However, 
complexity  rises  and  the  pulse  trains  are  considerably  longer, 
consisting  of  up  to  several  tens  of  pulses.  Thus  rapid  gradient 
switching  poses  a  limit  to  the  sequence’s  speed. 

Furthermore,  in  all  the  abovementioned  techniques  the 
grid  expands  all  over  the  imaged  plane.  This  is  not  always 
necessary  or  desirable,  since  in  many  cases  the  motion  to  be 
studied  is  confined  to  a  certain  region  of  the  image.  In  this 


case,  the  rest  of  the  grid  hides  anatomical  information  that 
might  be  of  value.  Preservation  of  this  information  is 
achieved  in  the  CSPAMM  technique  [7],  where  two 
acquisitions  are  used  in  order  to  achieve  an  enhanced  tagging 
grid  and  an  image  without  tagging  simultaneously.  It  has  also 
been  proposed  [8],  that  the  combined  application  of  selective 
excitation  pulses  in  tagging  sequences  can  confine  the 
tagging  grid  to  only  a  region  of  interest,  in  the  so-called 
localized  tagging  experiments. 

Indeed,  the  use  of  selective  excitation  pulses  offers  an 
attractive  enhancement  to  tagging  sequences.  Selective  pulses 
may  enhance  the  sequence’s  selectivity,  by  defining  a  region 
of  interest  (ROI),  and  confining  the  tagging  grid  to  it.  Thus, 
anatomical  information  outside  this  ROI  is  preserved.  A  more 
subtle  advantage  is  that  of  eliminating  the  need  for  gradient 
switching,  thus  relieving  time  constrains  and  patient  exposure 
to  alternating  fields. 

In  this  study,  we  intend  to  enhance  the  tagging  k-space 
concept  introduced  in  [5],  in  order  to  provide  a  mathematical 
framework  for  the  use  of  selective  excitation  pulses  in  one¬ 
dimensional  tagging  experiments.  This  leads  to  a  very  simple 
relationship  between  the  pulse  shape  and  the  regions  where 
the  tagging  is  preserved.  Based  on  this  concept,  we 
investigate  both  the  error  introduced  by  keeping  the  gradient 
constant  in  usual  tagging  sequences,  as  well  as  the  selectivity 
enhancements  possible  considering  the  type  and  the  length  of 
the  tagging  sequence.  We  believe  that  the  insight  gained  by 
the  mathematical  analysis  may  be  used  to  enhance  the 
tagging  sequence  design  process. 

II.  Theory 

Tagging  k-space  [5]  offers  a  robust  framework  for 
describing  and  analyzing  tagging  sequences.  It  is  based  on  the 
k-space  approximation  for  small-tip-angle  excitation  [6],  thus 
taking  advantage  of  the  Fourier  relationship  between 
excitation  and  magnetization  profile  and  offering  a  simple 
mathematical  framework. 

Prediction  of  the  tagging  pattern  is  based  on  the  k-space 
path  of  the  pulse  sequence: 

T 

p(k)  =  Jfi1(.v)5(k(i,r)-k)*,  (1) 

0 

t 

where  k(s,/)=  -y^G(u)du  (2) 

S 

/I i  being  the  radiofrequency  waveform,  G  the  gradient,  y  the 
gyromagnetic  ratio  and  8  the  delta  function. 

Alternating  rf  and  gradient  pulses  have  the  effect  of 
transforming  the  rf  pulses  in  delta  functions  in  the  k-space 
path:  During  the  application  of  the  pulse,  there  is  no 
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evolution  of  the  k-space  path  and  thus  each  of  them  is  applied 
in  a  well-defined  single  point  of  k-space. 

Selective  excitation  pulses  cannot  be  represented  as  delta 
functions,  since  they  consist  of  a  simultaneous  application  of 
gradient  and  radio-frequency  radiation.  If  we  consider  the 
gradient  to  be  kept  constant  throughout  the  pulse  sequence, 
the  k-space  path  keeps  evolving  during  the  time  we  apply  the 
if  pulse,  and  thus  the  pulse’s  energy  is  applied  to  a 
continuous  area  of  k-space  around  the  point  of  the  original 
delta  function,  producing  a  dispersion  effect.  The  type  of  the 
dispersion  depends  on  the  pulse’s  envelope,  and  may  be 
described  as  the  individual  pulses  k-space  path: 

tp 

p,(k)=|B1(5)s(k(i,r,)-k)*  (3) 

o 

where  Tp  denotes  the  individual  pulse’s  duration. 

Uniform  gradient  ensures  a  uniform  k-space  evolution  in 
time.  Assuming  that  envelope  shape  of  all  pulses  is  identical, 
and  if  the  k-space  path  of  the  idealized  (alternating  RF  and 
gradient  pulses)  sequence  is  given  by  p s  (k),  then  the  final  k- 
space  path  will  be  given  by 

p(k)  =  Ps(k)*P;,(k)  (4) 


where  the  asterisk  ( * )  denotes  convolution. 

Finally,  the  longitudinal  magnetization  M ,  is  given  by: 
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Using  the  well-known  modulation  property  of  the  Fourier 
transform  [9],  this  becomes: 
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Thus,  we  see  that  the  final  M  .  pattern  will  be  modulated 
by  the  square  of  the  Fourier  transform  of  the  pulse’s 
envelope. 

In  order  to  evaluate  the  envelope’s  effect  on  the  tagging 
pattern,  it  is  necessary  to  estimate  the  spectral  occupancy  of 
the  tagging  grid  and  the  envelope. 

The  tagging  grid  is  formed  by  a  periodic  spatial  repetition 
of  a  main  tagging  pattern.  This  periodicity  is  defined  by  the 
rotation  induced  by  the  gradient  in  the  time  interval  between 
two  subsequent  pulses:  the  tagging  pattern  repeats  itself  for 
populations  for  which  the  respective  rotations  differ  by  even 
multiples  of  5.  Thus,  the  longer  the  interval  between  two 
subsequent  pulses,  the  closer  the  repetitions  of  the  tagging 
pattern. 

One  may  distinguish  between  two  different  applications 
of  the  preceding  analysis.  The  first  deals  with  constant 
gradient  tagging,  where  one  wants  to  minimize  the  effects  of 
keeping  the  gradient  constant  during  the  pulse  sequence. 
Since  the  envelope’s  spectral  width  may  be  roughly  estimated 
as  the  inverse  of  its  duration,  depending  of  course  on  the 


actual  waveform,  this  problem  calls  for  short  pulses  with 
wide  spectral  content.  The  second  deals  with  exploring  the 
individual  pulse’s  selectivity  in  order  to  enhance,  or  the 
tagging  grid,  possibly  over  several  repetitions  of  the  tagging 
grid.  In  any  case,  the  extent  of  the  envelope’s  effects  and  the 
amount  of  “usable”  tagging  pattern  repetitions  are  largely 
dependant  on  the  relationship  between  the  duration  of  the 
individual  pulse  and  the  time  between  two  subsequent  pulses: 
the  shorter  the  pulse,  or  the  longer  the  time  between  two 
subsequent  pulses,  the  closer  we  are  to  the  ideal  case  of 
subsequent  RF  and  gradient  pulses. 


III.  Results 

A.  Selectivity  enhancement 

Enhanced  selectivity  is  usually  desired  in  simpler  pulse 
sequences,  whose  final  grid  consists  of  several  repetitions  of 
an  original  small  uniform  grid. 

In  order  to  test  the  accuracy  of  the  analysis,  we  tested  its 
predictions  on  a  SPAMM  1-1  [2]  and  a  SPAMM  1-2-1  [3] 
sequence,  using  sine-shaped  pulses  in  order  to  produce  the 
selectivity  effect.  The  tagging  sequences  are  shown  in  figures 
1  and  2.  No  spoiler  or  refocus  gradients  are  used,  thus 
avoiding  overall  gradient  switching. 

Testing  was  performed  both  by  simulation  on  4096  distinct 
magnetic  populations,  using  a  hard-pulse  approximation,  and 
by  experiment  on  our  experimental  custom-made  0.12  T 
magnetic  resonance  scanner. 
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Fig.  1.  Tagging  sequence  simulated  and  measured  tagging  profile  for  a 
SPAMM  1-1  sequence  implemented  using  windowed  sine  pulses.  In  the 
upper  figure,  the  dashed  line  shows  the  predicted  envelope,  while  the  solid 
line  shows  the  simulated  tagging  pattern. 
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Fig.  2.  Tagging  sequence,  simulated  and  measured  tagging  pattern  for  a 

SPAMM  1-2-1  sequence  implemented  using  windowed  sine  pulses.  The 

dashed  line  shows  the  predicted  envelope,  while  the  solid  line  shows  the 
simulated  tagging  pattern. 

The  results  show  that  the  envelope’s  prediction  is 
reasonably  accurate.  Deviations  in  the  measured  pattern  are 
expectable  due  both  to  errors  in  the  measurement  of  the  flip 
angle  and  to  the  low  signal-to-noise  ratio. 

B.  Error  estimation  for  constant  gradient  application 

In  the  case  of  the  newer  variable  tagging  sequences, 
selectivity  enhancement  is  not  of  prime  interest,  since  in  most 
cases  the  image  is  covered  from  a  single  or  a  few  repetitions 
of  a  tagging  grid  pattern  that  fit  optimally  the  studied 
anatomy. 

One  problem  faced  with  these  sequences  though  is  that 
they  consist  of  long  pulse  trains.  Switching  the  gradient  on 
and  off  poses  limits  to  the  sequence’s  speed,  making  in  some 
cases  its  application  not  practical. 

In  the  following  examples,  we  estimate  the  error  introduced 
by  replacing  the  non-selective  rf  pulses  by  short  selective 
ones  in  the  presence  of  a  constant  gradient.  The  aim  is  not  to 
enhance  the  selectivity,  but  to  provide  an  acceptable 
alternative  to  gradient  switching. 

Rectangular  pulses  are  the  easiest  to  implement,  and  a 
natural  first  choice.  For  testing,  we  chose  a  26-pulse  variable 
tagging  sequence,  with  the  grid  forming  from  several 
repetitions  of  an  original  3-line  pattern.  We  tested  the  impact 
on  the  tagging  pattern  for  pulse  duration  accounting  for  the 
22%  of  the  time  between  pulses.  Both  simulation  and 
measurement  results  are  shown  in  figure  3.  We  see  that  the 


tagging  pattern  follows  well  the  anticipated  sinc2(x)  pattern 
that  is  predicted  by  the  Fourier  transform  of  the  pulses’ 
envelope. 
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Fig.  3.  Simulated  and  measured  tagging  pattern  for  a  26-pulse  SLR  [9,10] 
variable  tagging  sequence  implemented  using  rectangular  shaped  pulses. 

In  order  to  minimize  the  effects,  whilst  keeping  relatively 
long  duration  for  the  individual  pulses,  one  might  choose 
pulse  envelopes  with  smooth  and  wide  spectral 
characteristics.  Gaussian  pulses  offer  a  popular  solution. 
Results  for  gaussian  shaped  pulses  with  duration  amounting 
for  55%  of  the  time  interval  between  two  subsequent  pulses 
are  shown  in  figure  4. 
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Fig.  4.  Simulated  and  measured  tagging  pattern  for  a  26-pulse  SLR  variable 
tagging  sequence  implemented  using  gaussian  shaped  pulses. 

As  we  can  see,  the  actual  pattern  follows  well  the  predicted 
envelope  (dashed  line).  The  small  deviations  in  the  simulated 
results  can  be  attributed  to  numerical  errors. 


The  main  advantage  of  the  proposed  pulse  sequences  is  the 
speed  that  was  limited  only  by  the  desired  distance  between 
the  tagging  pattern  repetitions.  Thus,  tagging  times  of  below 
5  ms  for  a  26-pulse  sequence  are  achievable. 

IV.  Discussion 

There  are  two  main  fields  of  interest  for  the  application  of 
selective  pulses  in  magnetic  resonance  tagging. 

The  first  one  addresses  limiting  the  tagging  grid  only  to  the 
region  of  interest.  This  will  help  to  preserve  anatomical 
information  in  the  rest  of  the  image  plane.  The  preceding 
analysis,  based  on  simple  Fourier  relationships,  shows  that 
this  is  possible  in  cases  where  the  grid  consists  of  several 
repetitions  of  a  simple  pattern,  like  in  the  case  of  the  SPAMM 
techniques  presented  above. 

One  could  consider  the  use  of  more  complicated,  optimized 
pulses  in  order  to  produce  variable  tagging  sequences.  In  this 
case,  the  grid  variability  will  be  based  on  the  pulse’s  ability  to 
select  (or  un-select)  specific,  possibly  several  regions  of  the 
image  where  the  grid  is  to  be  applied,  whilst  preserving 
anatomical  information  in  the  rest  of  the  image. 

The  second  field  of  interest  is  the  investigation  of  the 
possibility  to  use  constant  gradient  during  the  application  of 
the  tagging  sequence.  Here,  the  interest  lies  not  in  enhancing 
the  selectivity,  but  in  minimizing  the  error  introduced  by  it. 

This  consideration  is  of  particular  importance  in  the  case  of 
the  newer  variable  tagging  sequences.  These  consist  of  long 
trains  of  alternating  if  and  gradient  pulses.  As  the  sequence 
gets  more  sophisticated,  the  better  approximation  usually 
demands  a  longer  pulse  train,  thus  posing  a  time  limit  to  the 
approximation  due  to  the  gradient  switching  involved.  Thus, 
a  constant  gradient  may  offer  a  solution  for  faster  variable 
tagging  sequences. 

On  the  other  hand,  in  variable  tagging  sequences  one  is 
usually  interested  in  a  single,  the  central  repetition  of  the 
tagging  pattern.  From  the  examples  presented  it  shows  that 
the  error  involved  in  this  repetition  is  minimal,  since  for  the 
cases  discussed  the  envelope’s  peak  spectral  power  lies  in  the 
same  spectral  region.  By  selecting  an  appropriate  pulse  shape, 
one  can  considerably  limit  the  error  over  several  repetitions, 
while  allowing  sufficient  time  for  the  rf  pulse  to  evolve.  The 
latter  consideration  limits  peak  rf  power  and  the  strain  on  the 
rf  system. 

Summarizing,  in  either  case  one  may  consider  tagging 
sequence  design  as  a  two  step  process:  one  may  first  select 
the  main  tagging  sequence  and  tagging  pattern  that  is 
appropriate  for  the  application  at  hand,  and  then  select  a  pulse 
that  either  adds  selectivity  or  minimizes  the  approximation 
error. 


tagging  pattern  and  the  pulse’s  spectrum,  thus  offering 
valuable  insight  on  the  pattern’s  deformation. 

The  results  of  the  analysis  were  tested  on  localized 
SPAMM  sequences,  as  well  as  on  variable  tagging  sequences. 
We  demonstrated  that  the  use  of  constant  gradient  may  be 
exploited  either  for  the  production  of  a  selectivity  effect,  due 
to  the  selectivity  of  the  rf  pulses  involved,  or  simply  for 
making  a  faster  sequence,  by  avoiding  the  gradient  switching. 

Thus,  the  analysis  may  be  used  to  design  simple  localized 
tagging  sequences,  or  to  predict  the  error  introduced  by 
constant  gradient  application  during  the  tagging  sequence.  In 
either  case,  one  may  choose  the  appropriate  pulse  shape  to 
achieve  the  wanted  selectivity  or  to  minimize  the  error, 
depending  on  the  application  at  hand. 
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V.  Conclusion 

We  have  presented  an  extension  to  the  tagging  k-space 
concept  that  can  be  used  to  account  for  use  of  a  uniform  train 
of  selective  rf  pulses  and  a  constant  gradient  during  the 
application  of  a  magnetic  resonance  tagging  sequence.  The 
extension  leads  to  a  simple  convolution  between  the  idealized 


